
LA-UR-80 -1361

TITLE: R~pH’lTTWl MECAHP PIIR MI CR(lSECflh’j_) df/dt r[Y1-s~Rs FOR ~R1\~TN~ sl:~-nlp~
TRANSMTSSTON 1.INF NE1’TRIN(l l~ANTIC1.F I)IITIXTORS

AUTHOR(S): C. .I. ~raussc, C. C. ])a].tc)n. and .1. Sarjpant

r
—..——Illhl.lamlll —.

L.. .. . . .__ .. ___ ---- -1

Ill!i%%LOSALAMOS SCIENTIFIC LABORATORY
Post Office Box 1663 Los Alamoe, New Mexico 87S45
An Atfhmtva Aotbn,’Equd OpporW& ~

‘m w), WI 1!;1

No, 7n7H
“Ill

.

#‘\

About This Report
This official electronic version was created by scanning the best available paper or microfiche copy of the original report at a 300 dpi resolution.  Original color illustrations appear as black and white images.

For additional information or comments, contact: 

Library Without Walls Project 
Los Alamos National Laboratory Research Library
Los Alamos, NM 87544 
Phone: (505)667-4448 
E-mail: lwwp@lanl.gov



REPETITIVE MEGAMP PER MICROSECON~ di/dt PULSERS
FOR DRIVING SUB-OHM TRANSMISSION LINE NEUTRINO PARTICLE O~ECTORS

G. J. Krausse, C. G. Oaltan, and J. Sarjeant
University of California

Los Alamos Scientific Laboratory
Los Alamos, New Mex~co 87545

With the advent of low-cost honeycomb extrusions of
polypropylene sheets, transmission line flash chambers
have become highly attractive candidates for large par-
ticle detector arrays. This has brought abut the need
for repetitive pulse systems that must provide excep-
tionally high peak currents, low levels of spurious ra-
diation, high reliability. and shot life in excess of
107. Each module of 10 flash chambers requires a pe~k
current of 20 kA with a current di/dt greater than
1 !4A/Ls. The pulser output must develop =7 kV across
a load of 0.5 ~?with a pulse width of 500 ns. The com-
plete system will require 40 pulsers run in parallel
for a combined current output of 1,4 MA pedk with a sys-

tem difdt of 40 MA/IIs. The repetition rate wi;l be up
to 2Hz. This paper describes the development of such
a system, its unique voltage and current diagnostics,
and the impact of ths physical limitations of present
component technology on lifetime, reliability, main-
tainability, and pul$e fidelity.

Introduction.

In an article published in Nuclear Instruments and
tlethoo$, Volume 158, page 289 (~~), a system was=-
cussed which allowed raDid data collection from parti,
cle detectors knswn as “flash chambers.” A flash
chamber consists of P noble gas mixture confined be-
tween two conductin~ plates in a dielectric container.
The conducting platps are pulsed to a high-voltage
level in coincidence with the passing of a charged
particle and a plasma is then formed in the dielectric
container, At this pcint, the data may be extrbcted
OptiCdlly Or, in some cases, e“ectricdlly, Until re-
Cen’.ly, datd collection frofr fiash chdmbers was a S1OW
dnd tedious prncess because a photographic method was
employed, Complexity OF construction and high cost
hav[, also curtailea the use of these novel detectors,
but with the advent now of low-cost honeycomb extru-
sions of polypropylene sheets, fldsh ch-mbers (Fig. 1)
have become vb~y attractive components for large parti-
cle detector #rrays, T!,e fl.sh chamber readout system
devploped at LASL can output data at a rate 2.5 x 10”
hits per Interrogation, The psriod of one inte~roga-
tion is less than 0,01 s as compared tn the previous
optical system outputs ot’ several hundrpd bits requir-
ing seconds or minutes to accumulate. It is clear that
this new readout method will be of considerable Utjl!ty,

FLAW CHAMBER CONSTRUCTION

Fig, 1,

At that point in the system development, however, it
was dependent on substantial technology base develop-
ments in the high-voltage pulse pawer driver.

Figure 2 shows a simplified, overa?l block dir!g!dm
of the instrumentation system. In this s<’stem, the
flash chamber reddout, high-voltage pulser, and the
voltage monitors are the major areas of develowent.
The high-voltage pulser is the focal point of this
rewrt . This pulser can be divided into four separate
areas: the load, energy storage, load-to-pulser inter-
face, and switch. These areas will be discussed in
this order.
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The Load: The fldsh chambers for this SySteM are

3-1/~3.l/2 m with a thickness of 5 mm, and are
Cldd on both sides with 0.05 nsn of aluminum fuil, form-
ing d pdrallel plate Cap,lcitor with a Cdpdcfty of 20nF.
Since these cnambers have dimensions comparable to the
pulse rise and fall times, they cannot be treated as
conventional transmission lines, Instead, they are
being andlyzed more as distributed capacitive and in-
ductive element~ than a true transmission lfne, In
order to have a point of referen~e, the impedance of d
chamber was measured and found to be *5 n, and the
transit time was measured to be 10 ns, The dbove para-
meters constitute the predominant choractrris:ics of
the flash chamber as an electrical load, In the plan-
ned experiment, there will be 400 flash chambers ond
each pulser will have to drive a module consisting of
10 chambers, I“his m~ans a load of 0.5 !!and 200 nF for
~ach p~llser.

‘ne%~’o~”f’
For high resolution and peak effi-

ciency, t e~as chamber requires R rectangular hlgh-
voltage pulse with a duration dependent nn the chdmber’s
physical size (in our case, !ioO ns and a sourer fmpe-
dance of 5 i)), A pulse-form~ng Ile’work (PFN), was used
10 meet thes~ needs, In the first stages of PFN d?sign,
computer modelinq was used to arrive at a PrOtOt,VP@
design, This prototype PFN wa$ then tested under load



conditions and adjusted to compensate for distributed
parameters not Included in the modelfng program. Since
high-peak currents and low inductance are required in
conjunction with a llfetlme of 107 shots (MTBF, 90%
confidence level). capacitor sel~ction was nontrivial.
Flg”~e 3 shows the data from filch capacitors for the
PFN were selected. Although the Axel capacitors seem
the ~st likely candidate, budgetary restraints re-
quired a more cost-effective choice, Considering the
lffetime cost and ESR data, the emphasis has been
placed upon the development of a PFN utilizing
mylar capacitor manufactured by Condensor Products.

MANUFACTURE TYPE SHOT LIFE ESR COST
(SINGLE UNIT)

—.—
AXEL UP-5AW Iom 66 n 87206

CONOENSER IUSB-103 ~ I
PROWCTS -15MM 10’ Z3?n Seclo

MLIRATA OHS 10’ dln % e.,o~

SPRAUGE I 720C I log 1205fil ~600

ALL CAPACITOR WERE 10ur UNITS

CAPACI1OR DATA

Load-to-Pulser Intel’face: In transmitting the power
fro~e~n and PFN assembly to the chdmbers, the
ch~racteristics of both strip-line and coaxial trans-
m!sslon Ii;les have been assessed. Coaxial lines have
yielded the best results so far and seem to be the most
cost-effective, Figure 4 ~llustrates the pulser-to-
load Intcrfacr geometry. The pulse ts fed to the mod-
ule via ten bundles of cnaxtal cable, each bundle con-
sistin~ o= six 31-fl cables tn parallel. Each module is
fed evenly along one edge and is terminated along the
edge opposite the feed.
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PHYSICAL LAYOUT OF PULSER AND LOAD

The Switch: After an extens ~,= Iarket study and
vendor Interactions, an ES&G thyratrol was chosen for
initial prototyping. The choice of a thyratron over a
spark gap was based on the low spurious noise require-
ment and a >107 shot llfe. EG6G has developed a new
grounded grid thyratron, the HY-13139, fcr our specific
application. Figure 5 chow> the HY-1313B pulser sche-
matic and Fig, 6 shows the ph.vs.icallaYout. The thyra-
tron is mounted upside down In order to reduce the out-
put lead length as much as possible. Ten PFNs surround
the HY-1213B in a folded wagon-wheel arrangement. This
geometry allows very close placement of the first mesh
of the PFN while conserv~ng space by folding meshes two
and three. To date we have te~ted the Iiy-1313B to a
peak current of 20 x 10s A at the 10Z to 907 Points
into a 0,5-2, 200-nF load and were able to obtain a
current rise time of 16 ns (this means a dl/dt of
1,25 WLIS) (F’g. 7) and a maximum peak current of
32 x 103 A with a voltage rise time of 50 ns (Fig. B).
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Considering shot life, cost, and ESR, the Condens~r ‘
Products capacitors are being used for further testing
of the PFN. The HY-1313B, at the present stage of test-
ing, has successfully driven 100% of the load and looks
acceptable at this time. Itappuars that several
changes could improve system performance--a further
compression of component density in the vicinity of th.!
HY-1313B. and use of the lower ESR Axel cap~citors.
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Both could have a siqn’ficant effect ~n current rise
time. In addition, luse of n ferrite t~roid su,-roundinq
the thyratron to improve switching time might also be
ben}~ficlal,


